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reliminary measurements with an automated
ompact differential absorption lidar
or the profiling of water vapor

anet L. Machol, Tom Ayers, Karl T. Schwenz, Keith W. Koenig, R. Michael Hardesty,
hristoph J. Senff, Michael A. Krainak, James B. Abshire, Hector E. Bravo, and
cott P. Sandberg

The design and preliminary tests of an automated differential absorption lidar �DIAL� that profiles water
vapor in the lower troposphere are presented. The instrument, named CODI �for compact DIAL�, has
been developed to be eye safe, low cost, weatherproof, and portable. The lidar design and its unattended
operation are described. Nighttime intercomparisons with in situ sensors and a radiosonde are shown.
Desired improvements to the lidar, including a more powerful laser, are also discussed. © 2004 Optical
Society of America

OCIS codes: 010.3640, 010.7030, 140.2020, 280.0280, 280.1910, 280.3640.
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. Introduction

ater-vapor profiles in the lower troposphere are es-
ential to characterize low-level moisture transport,
hich is critical for improved weather forecasts as
ell as climate research. Although most atmo-

pheric water vapor occurs in the lowest 3 km, this
egion is not well observed.1,2 Currently, moisture
rofiles for operational use are obtained primarily
rom twice-daily radiosonde launches or from satel-
ite retrievals. Automated weather data are also ob-
ained from in situ sensors in some commercial
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ircraft.3 The infrequent radiosonde launches miss
uch of the variability in the low-level water-vapor
eld, whereas the satellite measurements are also
parse and have limited vertical resolution at low
ltitudes. This impedes forecasts of meteorological
onditions such as precipitation amounts, where ac-
urate and timely identification of moisture levels is
mportant.

Lidars have been used to profile water vapor and
ther trace gases since the 1960s.4 A differential
bsorption lidar �DIAL� uses absorption, as evidenced
y reduced laser backscatter from greater distances,
o measure the density of atmospheric gases. This is
n contrast with a Raman lidar, which detects the
avelength-shifted return due to inelastic backscat-

er from selected molecules. An advantage of DIAL
s that it does not require calibration, but it has strin-
ent requirements on the laser bandwidth, wave-
ength, and stability, as well as an accurate
nowledge of water-vapor spectroscopy around the
aser wavelength. A Raman lidar requires external
alibration and a high-power laser, but can have a
imple transmitter design. Passive radiometric
easurements at infrared wavelengths5 can also be

sed to calculate profiles of humidity as well as tem-
erature, although detailed water-vapor structure is
ot obtained from the data inversion process. An-
ther technique, under development, is use of tomo-
raphic methods with arrays of global positioning
ystem �GPS� sensors to resolve water-vapor struc-
ure.6,7
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Most existing water-vapor lidars are large, expen-
ive, or not automated �e.g., see Refs. 8–12�, although

few smaller designs have been tested.13,14 Our
oal has been to develop a compact, lower-cost, and
ower-resolution DIAL that can be duplicated and
eployed, ideally alongside boundary-layer radar
ind profilers, in unattended arrays. Such a net-
ork could measure horizontal water-vapor trans-
ort in the lower atmosphere, which would be useful
or better quantitative precipitation forecasts and
ong-term trends in the water-vapor field needed for
limate studies.1 The DIAL vertical profiles could
e extended with column-integrated precipitable
ater-vapor observations obtained from either
round-based radiometer or GPS15 methods. The
ltimate commercial cost for the lidar should be
round $150,000, which is less than the cost of a
aisala LAP-3000 boundary-layer wind profiler.
CODI �for compact DIAL�, an automated ground-

ased DIAL that continuously measures water-vapor
rofiles to several kilometers above ground, has been
eveloped by the Environmental Technology Labora-
ory �ETL� of the National Oceanic and Atmospheric
dministration �NOAA� in conjunction with the Na-

ional Aeronautics and Space Administration �NASA�
nd the National Center for Atmospheric Research
NCAR�. The lidar is in a robust, weatherproof
ousing with a footprint of 2.2 m � 0.9 m and is 1.8 m
all �Fig. 1�. A turning mirror permits the laser
eam to be transmitted at any angle from the hori-
ontal to the vertical. The DIAL has a state-of-the-
rt eye-safe transmitter based on two near-infrared
iode lasers. At the present time, the lidar provides
ighttime water-vapor profiles with at least 15% pre-
ision for 180-m vertical resolution and �30-min av-
rages up to �2-km range. In the future, with an
pgraded laser, we expect that the lidar will provide
imilar or better measurements 24 h�day. The lidar
ingle-channel backscatter profiles also provide
loud-base heights and qualitative measurements of
erosols. Although CODI has less resolution and

Fig. 1. Photograph of CODI.
ange and requires longer averaging times than
igher-power lidars, the temporal and spatial resolu-
ions of this lidar are compatible with operational
se.
In Section 2 we describe the theory that is used to

alculate the water-vapor density from the lidar and in
itu sensors and determine the optimum water-vapor
bsorption lines. In Section 3 we discuss the lidar
esign and operation. In Section 4 we present the
idar measurements and instrument intercomparisons
hat we used to evaluate the lidar. In Sections 5 and
we describe future system improvements and sum-
arize the paper.

. Theory

he basic lidar equation is16

P�R� � P0�c�

2 ���R� AR�2 exp��2 �
0

R

	�r�dr� , (1)

here P is the instantaneous received power from
ange R, P0 is the transmitted peak power, c is the
peed of light, � is the pulse duration, � is the atmo-
pheric volume backscatter coefficient, A is the effec-
ive receiver area, and 	 is the atmospheric volume
xtinction coefficient. The atmospheric backscatter
s dominated by Rayleigh �elastic� scattering from
ases and Mie scattering from particles. For use in
ater-vapor calculations, the extinction coefficient

an be written as 	 
 	wv � 	A where 	wv is the
ater-vapor absorption coefficient and 	A represents
ll other scattering and absorption from gases and
articles. The water-vapor absorption coefficient is
elated to the absorption cross section � by 	wv 
 �N,
here N is the number density of molecules.
Water vapor has discrete absorption lines. For
ater-vapor DIAL, laser pulses are transmitted at

wo wavelengths, one on a water-vapor absorption
ine and another off line. If the two wavelengths are
lose together and transmitted nearly simulta-
eously over the same path, then the aerosol scatter
nd non-water-vapor extinction are essentially equal
or both wavelengths, and the difference between the
eturns at the two wavelengths is due entirely to
bsorption by water-vapor molecules. Thus mea-
urement of the ratio of the backscatter at the two
avelengths as a function of range can be used to

alculate the water-vapor density profile.
Assuming two closely spaced wavelengths, the
ater-vapor density v�R� averaged over a distance
R at a range R is given by17

v�R� �
MH2O

NA

1
2��on � �off��R

� �ln
Pon�R� Poff�R � �R�

Pon�R � �R� Poff�R�� , (2)

here MH2O
is the molecular weight of water, NA is

vogadro’s constant, � and � are the water-vapor
on off

20 May 2004 � Vol. 43, No. 15 � APPLIED OPTICS 3111
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bsorption cross sections at the on- and off-line wave-
engths, and Pon and Poff are the backscattered on-
nd off-line signals received by the lidar �and do not
nclude background sky light�.

The absorption cross section is � 
 S�, where S is
he line strength and � is the Voigt function. The
ine strength at temperature T is given by12,18

S�T� � S0�T0

T �1.5

exp��
hcE�

kB
�1

T
�

1
T0
�� , (3)

here S0 and T0 are the line strength and the tem-
erature at standard conditions, kB is the Boltzmann
onstant, h is the Planck constant, c is the speed of
ight, and E� is the lower-state energy. The line-
pecific values of these parameters can be found in
he HITRAN tables.19

The Voigt function ��� � �0, p, T, �D, �p� defines
he absorption line shape and depends on the fre-
uency difference from line center � � �0, the pres-
ure p, the temperature, the Doppler half-width �D,
nd the pressure-broadening half-width �p. The
oigt function is a convolution of the Doppler Gauss-

an line shape due to thermal broadening, and the
orentzian line shape is due to pressure �collisional�
roadening.20 The temperature and pressure used
n the line-broadening calculations are extrapolated
rom ground-based measurements. The tempera-
ure, assumed to decrease with altitude z at the dry
diabatic lapse rate �a 
 �10 K�km, is

T� z� � Ts � �a z, (4)

here Ts is the surface temperature. Assuming hy-
rostatic equilibrium, the pressure as a function of
ltitude is given by21

p� z� � ps�T� z��Ts�
�g�RL�a, (5)

here ps is the surface pressure, g is the gravitational
onstant, and RL is the dry-air gas constant.

There are several criteria that must be considered
hen DIAL wavelengths are selected.18 The line
referably should be isolated, away from absorption
ines of other species, and near a region of minimal
bsorption, which can be used for the off-line wave-
ength. The chosen line should also be relatively
emperature insensitive. According to Eq. �2�, be-
ause the water-vapor density depends on the absorp-
ion cross section, optimal lines have d��dT 
 0.
ollowing the equations similar to those stated in
ef. 18 for the mixing ratio sensitivity, d��dT 
 0
esults in a ground-state energy E�, which ranges
rom 181 to 361 cm�1 at 260 K and 208 to 417 cm�1

t 300 K for line shapes ranging from fully Lorent-
ian to fully Gaussian. More careful calculations de-
cribed in Ref. 22 result in E� values ranging from
pproximately 150 to 170 cm�1 at 260 K and 175 to
08 cm�1 at 300 K for pressures between 1 and 0.5
tm. It should be noted22 that the optimal values for
� for the water-vapor mixing ratio, which depends
n the absorption coefficient, are approximately twice
112 APPLIED OPTICS � Vol. 43, No. 15 � 20 May 2004
s large as those for the water-vapor density, which
epends on the absorption cross section.
For DIAL, the pointing of the laser beam must be

ndependent of wavelength so that both wavelengths
ave the same transmitter–receiver path and strike
he detector identically. At close ranges, below the
ange of full overlap, the backscatter returns deviate
rom Eq. �1� for two reasons.23,24 First, the telescope
econdary mirror obstructs a portion of the return
ight. Second, the backscattered light from the
loser ranges is defocused at the focal plane and with
n intensity pattern larger than the detector. In the
on-full-overlap region, any slight difference between
he on- and off-line beam pointing results in incorrect
IAL measurements.
For water-vapor DIAL, it is important to have a

unable laser that can access multiple absorption
ines. This permits the laser wavelength to be set to
water-vapor line with optimal line strength for the

tmospheric conditions; the on-line laser beam is
uickly attenuated if the line strength is too high
hereas the differential signal is weak if the line

trength is too low. A simple guide for line selec-
ion25 is that the two-way optical depth �OD� should
e approximately one at the desired maximum range
max:

OD � 2N�zmax � 1. (6)

useful feature of DIAL is that, with use of
ppropriate-strength lines, nearly identical signal-to-
oise-ratios can be obtained for profiles measured in
igh- and low-moisture environments.
For validation, the DIAL measurements were com-

ared with the water-vapor density calculated from
he temperature and relative humidity �RH� mea-
ured at in situ sites. Given the RH as26

RH � 100
e
es

(7)

nd the equation of state of an ideal gas26

e � v Rv T, (8)

he water-vapor density is

v �
esRH

100Rv T
, (9)

here e is the vapor pressure, es is the saturation
apor pressure, and Rv 
 461 J kg�1 K�1 is the gas
onstant for water vapor. The saturation vapor
ressure is given by26

es � es0 exp� L
Rv

� 1
T0

�
1
T�� , (10)

here es0 
 611 Pa is the saturation vapor pressure
t T0 
 273 K and L � 2.5 � 106 J�kg is the latent
eat of vaporization. A slight temperature depen-
ence of L leads to �2% error in the in situ values of
v; this error could be reduced in the future by use of
more detailed calculation.
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Water-vapor density measurements are presented
n this paper. From the equation of state for dry air,
he conversion factor from water-vapor density to
ixing ratio is 1.05 kg�m3 at typical conditions in
oulder, Colorado, of 830 mbars and 276 K.

. System Design

ODI was designed to be low cost, compact, eye safe,
nd automated. The lidar is housed in a weather-
roof cabinet on wheels. Figure 2 is a diagram of the
idar. A diode-laser-based transmitter was chosen
ecause it is small, rugged, and low cost. The trans-
itter uses an infrared continuous-wave �cw�

istributed-feedback �DFB� diode laser to seed a
ulsed diode flared amplifier. The receiver is based
n a 35-cm-diameter telescope and photon-counting
etection. All of the mirrors in the system are gold
oated. The specifications for the lidar are given in
able 1.

ig. 2. Schematic of CODI. UPS, uninterruptible power supply.

Table 1. Lidar Specifications

Parameter Specification Requirement

Transmitter
Seed laser 823-nm DFB
Amplifier Diode flared amplifier
prf 6–10 kHz
Pulse duration 600 ns
Transmit pulse

power
0.15 mJ

Seed temperature �24 °C � 0.003 °C
Amplifier tempera-

ture
�20 °C � 0.2 °C

Laser bandwidth �12 MHz �400 MHz
Frequency stability �80 MHz �200 MHz
Spectral purity �99.9% �99.5%

Receiver
Telescope diameter 35 cm
Far-field field of

view
180 mrad

Filter bandwidth 160 pm
Far-field detector APD �EG&G�
. Transmitter

he laser requirements for a water-vapor DIAL sys-
em are stringent. According to Ref. 9, for a water-
apor DIAL to have an overall error of �5%, the laser
hould have a frequency stability of �200 MHz
�0.45 pm�, a linewidth of less than 400 MHz full
idth at half-maximum �FWHM�, and a spectral pu-

ity of �99.5%. The beam pointing must be constant
s a function of wavelength so that both DIAL wave-
engths have the same transmitter–receiver path.
he laser must also be able to switch quickly between
he on- and off-line wavelengths and have a tuning
ange that covers multiple water-vapor lines. With
different technique, employed in other lidars,11 var-

ous line strengths are obtained through selection of
n-line wavelengths not only at the peak but also on
he side of a water-vapor line; this requires greater
aser frequency stability than operating at the peak of

line.
The CODI transmitter is based on an amplified

nfrared diode laser.27,28 The laser, amplifier, first
ptical isolator, associated optics, and some electron-
cs are housed in a small �16 cm � 22 cm � 9 cm� box
ith antireflection-coated windows and a 12-mm-

hick invar base. In humid conditions, the box can
e purged with dry air so that condensation does not
amage the chilled amplifier by causing backreflec-
ions.

The seed laser is a single-mode linearly polarized
w DFB laser manufactured by Sarnoff Corporation
or NASA. The 823-nm wavelength region was cho-
en because it has a number of moderate-strength
ater-vapor lines with minimal continuum absorp-

ion �from the wings of strong lines�. The laser man-
facturing process determined the actual wavelength
uning range of approximately 800 pm near 823 nm;
ome wavelengths around 816 and 818 nm are also
vailable due to mode hops. According to the man-
facturer, the DFB linewidth is approximately 12
Hz FWHM.29 Measurements with a Micron Op-

ics fiber Fabry–Perot tunable filter demonstrated
hat the laser bandwidth is on the order of 26 MHz or
ess.

The transmitter can access three useful water-
apor lines �823.616, 823.689, and 823.960 nm� of
arying line strengths. As shown in Table 2, each of
hese lines is appropriate for a different range of
tmospheric conditions with the optimal water-vapor
ensities in the range of 0.5–10 g�m3. The corre-
ponding relative humidity �RH� ranges from 5 to
95% at 10 °C and from 2 to 42% at 25 °C. Only the

Table 2. Accessible Water-Vapor Lines for DIAL

Wavelength �nm� S0 �cm�1 mol cm�2� E� �cm�1� v* �g�m3�a

823.616 1.620 � 10�23 212 0.5–1.5
823.689 2.419 � 10�24 756 3–10
823.960 5.400 � 10�24 508 2–5

av* is the optimal range of water-vapor density for each wave-
ength.
20 May 2004 � Vol. 43, No. 15 � APPLIED OPTICS 3113
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ine at 823.616 has minimal temperature sensitivity
s described in Section 2; this line was used for the
easurements discussed in Section 4.
The DFB wavelength can be adjusted by either

emperature �60 pm�°C� or current �5.5 pm�mA� tun-
ng. Temperature tuning is used to select the gen-
ral wavelength region for a DIAL measurement.
urrent tuning, as it is faster, is used to switch be-

ween the on- and off-line wavelengths while the tem-
erature is held constant. The DFB current is
ontrolled with a Melles-Griot 06-DLD-203A diode
aser driver. The on-line wavelength is maintained
ith the lock loop described in Subsection 3.B. The

requency stability during each set of on-line pulses is
etter than �80 MHz.
Although the current change is immediate, the
avelength still has a settling time because the

hange in laser power causes a slight change in laser
emperature. To accelerate the settling, the current
s overdriven on each change of wavelength. This
ecreases the settling time from 20 to 3.5 s for the
-mA adjust between the on- and off-line wave-
engths. For a current change from I to I � �I, with
he computer-controlled overdrive algorithm we ini-
ially set the current to I � 2 �I and then step it down
o I � �I in five equal steps with 500-ms delays
etween each step and a final delay of 1 s.
The DFB lasing threshold is 33 mA and the output

ower is 21 mW at the maximum current of 100 mA.
he laser is usually operated near 90 mA with ap-
roximately 17 mW of output power. The DFB has
ar-field divergence angles of 19 and 39 deg. The
aser beam is approximately collimated with a
.75-mm focal-length �FL� Geltech aspheric lens and
hen passes through a 60-dB optical isolator that pre-
ents destabilizing backreflection. The 60% trans-
ission of the isolator is adequate because the

mplifier saturates with seed laser power above 7
W. Four percent of the cw beam is deflected to the

requency lock loop described in Subsection 3.B, while
he remainder is coupled into the flared amplifier
ith another 2.75-mm FL lens. Figure 3 shows a

chematic of the lidar optics.
To reduce temperature-induced drift in wavelength

nd beam pointing, the DFB and its collimating lens
re mounted on the same temperature-controlled
opper block. To permanently mount the lens, it
as aligned atop a 2-mm-diameter glass rod and

phere in front of the laser and then affixed with
ltraviolet-curing epoxy. Given the strong temper-
ture sensitivity of the laser, the laser temperature of
pproximately 24 °C must be held stable to within
everal millikelvins. A thermoelectric cooler �TEC�
hills the side of the copper block holding the laser.
he heat from the outer side of the TEC is extracted
ith a flexible copper Thermacore heat pipe that is
ress fit into copper plates. The heat pipe carries
he heat outside of the laser box to another pair of
opper plates, which are attached to aluminum fins.
he laser TEC is controlled by a Thorlabs TEC2000.
ecause this temperature control drifts slowly, the
114 APPLIED OPTICS � Vol. 43, No. 15 � 20 May 2004
ocking optics are automatically realigned periodi-
ally, as described in Subsection 3.D.

A single-pass pulsed flared amplifier diode �from an
DL 8630� is used to pulse the output and to increase
he laser peak power. As a single-pass single-
ongitudinal-mode waveguide, the amplifier output
etains the seed wavelength and has constant beam
ointing independent of the wavelength. The flared
ain region permits a constant power density as the
ower increases through the amplifier. Because the
mplifier is peak power limited to 0.5 W, the mean
utput power is maximized with long pulse lengths
nd a high pulse repetition frequency �prf �. The
onstraints are that longer pulse lengths correspond
o less range resolution and that higher prfs reduce
he maximum range, which is determined by the
pacing between two laser pulses. In general, the
idar is operated with 600-ns pulses �which corre-
ponds to a minimum range gate of 90 m� and a prf of
kHz �which corresponds to a range of 18.75 km�.

he system can be operated at higher prfs, but then
ackscatter off of high clouds from the previous light
ulse can appear in the pretrigger �background� data
egion or even in the low ranges of the next profile.
or horizontal measurements at 10 kHz, there are
ften noticeable atmospheric returns in the off-line
rofile in the background region.
The amplifier is operated at 1.2 A and 20 °C. The

mplifier output power increases slightly with lower
emperatures. The amplifier temperature is chosen
uch that it remains above the dew point and is con-
rolled to 1 °C with the Melles-Griot driver. The
stigmatism of the amplifier results in a 200-mm
xial separation of the tangential and sagittal beam
aists. The output beam is circularized with a
-mm FL Geltech aspheric lens and a 25-mm FL
ylindrical lens. The aspheric lenses on each side of
he amplifier are mounted in modified fiber position-
rs �New Focus 9016�. The amplified pulses contain

Fig. 3. Optical layout of the lidar.
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roadband �25-nm bandwidth� amplified spontane-
us emission with a magnitude of 1% of the laser
ower.30 The narrowband filter in the receiver re-
uces the detected amplified spontaneous emission to
factor of 6 � 10�5 of the laser power. This equates

o a spectral purity of �99.994%.
After the laser box, the laser beam passes through

nother 60-dB optical isolator to protect the ampli-
er. This second isolator is outside of the laser box
o separate the two isolators so that their magnetic
elds do not interfere. After this isolator, the laser-
ulse energy is 0.2 mJ, corresponding to an average
ower of 1.4 mW. The laser beam is then expanded
o make the lidar eye safe. The maximum-allowable
verage power density at 823 nm with 6-kHz pulses
s 0.56 mW�cm2.31 The beam passes through a 3�
xpander and then a custom 13� expander manufac-
ured by CVI. The final transmit beam is approxi-
ately 40 mm in diameter.
A 76 mm � 108 mm elliptical flat turning mirror is
ounted on the back of the receive telescope second-

ry mirror. The overlap of the transmit and receive
aths is adjusted by two computer-controlled New
ocus motorized micrometers on the back of the mir-
or mount. In the range of full overlap, it can be
een from Eq. �1� that the logarithm of a horizontal
erosol return Ph�R�, corrected for range Z�R� 

og�R2Ph�R��, is constant assuming minimal absorp-
ion and constant backscatter. With the laser at an
ff-line wavelength, the overlap is adjusted so that
�R� is constant in the range of full overlap.
The final turning mirror is a 381 mm � 533 mm �

.4 mm gold-plated �Tucson Optical Research Corpo-
ation� elliptical flat mirror used by both the transmit
nd the receive beams. The mirror substrate was
ast by Wangsness Optics with ribs on the back and
eighs 4.75 kg; this is 79% lighter than a solid flat of

he same dimensions. This mirror is in a rotatable
otorized housing that can be computer controlled

nd that permits the laser beam to be transmitted at
ny angle around one axis. The lidar is not run in a
canning mode because of the long averaging times.
he mirror housing has a 12-mm-thick, 406-mm-
iameter BK7 window, antireflection coated on the
nside.

. Lock Loop

o lock the laser to the correct on-line wavelength,
ODI uses an edge technique with an etalon that has
een calibrated to a water-vapor absorption cell mea-
urement. The air-spaced etalon, custom manufac-
ured by CVI, has a 30-GHz free spectral range, a
0-mm clear aperture, and spacers made of Corning
ltra-low-expansion ceramic glass. The tempera-
ure expansion coefficient of the spacers is less than
0 parts per billion�K corresponding to a frequency
hange of less than 10.8 MHz�K. Because the inte-
ior lidar temperature is stable to better than �1 °C,
he etalon frequency is stable to �10 MHz. The
ater-vapor absorption is directly measured in a
6-m path-length multipass cell �New Focus 5611�
hat was evacuated and then filled with water vapor
o the vapor pressure. For the three water-vapor
bsorption lines that were used, the cell absorption
as in the range of 8–30%.
To prepare to monitor the wavelength while taking
IAL data, the lidar first scans the laser 11 pm �2
A� across the water-vapor line. Four photodiodes

UDT Sensors UDT-555� monitor the direct laser
ower as well as the transmission through the water-
apor cell, the etalon, and a narrowband filter. Be-
ause the laser power increases with current, the
irect power measurement is used to normalize the
ther three signals. A five-point gliding average is
sed to smooth the cell transmission signal before
alculating the maximum absorption.

After the laser scan, the etalon is rotated by the
omputer so that the half-height of the etalon trans-
ission curve is at the peak of the water-vapor ab-

orption, as shown in Fig. 4. This alignment
rocedure is described in more detail in Subsection
.D. During the DIAL measurements, the laser is
ocked on line to the calibrated edge of the etalon
ransmission instead of directly to the water-vapor
bsorption. Locking to the etalon is faster because
he etalon transmission is cleaner, and the slope pro-
ides directional information for the tuning. The la-
er wavelength is relocked to the etalon transmission
ith slight current adjustments each time the wave-

ength is switched on line. The etalon is automati-
ally realigned with the water-vapor cell every 30
in to compensate for a slow �multihour� drift of the

aser temperature controller.
If the laser wavelength ever drifts out of the etalon

ransmission peak, the lock loop also uses the trans-
ission through a custom narrow-pass filter �Barr
ssociates�. With a bandwidth of 230 pm, the filter

ransmission is roughly linear over the 11-pm scan-
ing range and can be used by the computer to reset
he laser wavelength to overlap the etalon transmis-
ion.
The off-line wavelength is obtained by switching

he current by 8 mA �44 pm� from the peak of the

ig. 4. Typical water-vapor cell and etalon transmission traces
sed in the laser wavelength lock loop.
20 May 2004 � Vol. 43, No. 15 � APPLIED OPTICS 3115



w
f
t
w
o

w
4
s
l
c
t
p
t
T
s
k
l
s
l

C

T
t
r
C
a
h
t
t
p
fi
c
t
p
T
w
t
s
fi
r
t

i
a
s
a
o
2

p
t
t
a
m
o

r
g
t
t
r

T
b
a
c
l
i
b

D

T
t
t
e
t
t
�
A
S
c
c

E
d
T
t
t
d
c
i
m
2

m
m
i
c
o
b
s
a
w
t
e
s
A
w
t
a

3
n
c
r
n
l
c
T
P
t
b
s
m

3

ater-vapor line. Because this shift is more than
our times the absorption line half-width ��10 pm�,
he transmission spectrum is fairly flat near this
avelength and no further control is needed for the

ff-line wavelength.
For DIAL operation, the averaging times before the
avelengths are switched are usually chosen to be
5 s on line and 10 s off line. Although the atmo-
phere is changing on faster time scales, the overall
ong averaging times of tens of minutes make it ac-
eptable to switch wavelengths at a slow rate for
hese preliminary measurements. The slow rate im-
roves the system’s duty cycle because of the 3-s set-
ling time each time the wavelength is switched.
he ratio of on-line to off-line averaging times is cho-
en so that the signal-to-noise ratios are equal at 2
m. In the future, when the lidar is upgraded, the

aser design will permit the wavelength to be
witched after each pulse so as to reduce errors re-
ated to atmospheric inhomogeneities.

. Receiver

he main receiver components are the telescope, fil-
ers, and an avalanche photodiode �APD�. The lidar
eceiver telescope is a 35-cm-diameter f�11 Schmidt–
assegrain �Celestron C14� with a corrector plate
nd gold-coated mirrors. The telescope is mounted
orizontally in the lidar housing. The focus of the
elescope is in the neck of the telescope, 82 mm from
he exit. At the focus of the telescope the light
asses through a 400-mm aperture that defines the
eld of view to be 180 mrad. This is the far-field
hannel. The near-field channel with a 1-mm aper-
ure and a Hamamatsu H7421-50 GaAs photomulti-
lier tube �PMT� detector is currently not installed.
he light is recollimated to a 5-mm-diameter beam
ith a 50-mm FL doublet lens and then passes

hrough a very narrowband �160-pm� filter �Barr As-
ociates� with 50% transmission. The narrowband
lters in the receiver and lock loop are manually
eadjusted when the on-line wavelength is switched
o a different line.

Following the narrowband filter, the receive beam
s contained in a lightproof shield and is focused with
50-mm FL doublet lens onto an EG&G SPCM–AQR

ingle photon-counting APD with an active-area di-
meter of 689 mm. The APD has a dark count rate
f 1400 counts�s �cps� and a quantum efficiency of
5% at 825 nm.
To avoid exceeding the APD dynamic range of ap-

roximately 3 million cps, three neutral-density fil-
ers and a shutter can be moved into the receiver path
o moderate high background light. The elements
re mounted in computer-controlled New Focus 8892
otorized flippers. The filters have optical densities

f 0.4, 0.25, and 0.8.
The lidar uses a polarizing beam splitter in the

eceiver to discard approximately half of the back-
round skylight. A pair of half-wave plates, one in
he transmitter path and one in the receiver, allow
he polarization angle to be optimized for skylight
eduction while the laser backscatter is still detected.
116 APPLIED OPTICS � Vol. 43, No. 15 � 20 May 2004
he receiver polarization is set to minimize the sky
ackground, and the transmitter polarization is then
ligned to match the receiver. The beam splitter
an be removed if the lidar beam traverses a depo-
arizing atmosphere. The wave plates are mounted
n motorized New Focus 8401 rotation stages and can
e computer controlled.

. Automation

he lidar is fully automated for unattended opera-
ion. An internal computer, used for data acquisi-
ion and automated alignments, is connected via an
thernet connection to an external-control computer
hat permits remote operation of the lidar. The in-
ernal computer contains the photon-counting board
PCB�, a data-acquisition board �Real Time Devices
DA3300�, a digital clock card �jxi2 ISA-
YNCCLOCK�, and a general-purpose interface bus
ard �National Instruments AT-GPIB�TNT�. Both
omputers use QNX 4.25 operating systems.

A function and delay generator, custom built at
TL, produces pulses at the 6–10-kHz prf to initiate
ata taking by the PCB and to control the amplifier.
he PCB, designed at ETL, sums photon counts from
he receiver detector�s� into range gates. Each func-
ion generator pulse signals the PCB to begin taking
ata. Then, after a delay of 14.6 ms, the amplifier
urrent driver, a modified Directed Energy LDX-100,
s triggered to produce a light pulse. For measure-

ent of the background light, the delay provides a
190-m-long pretrigger region before the laser pulse.
The general computer procedure is as follows. A
ain on-screen control panel allows the user to set
any parameters such as integration times and lock-

ng tolerances. From this control panel the operator
an press one button that automatically turns on all
f the lidar electronics and lasers. A second button
egins the DIAL data-taking sequence, which con-
ists of locking the laser to the on-line wavelength
nd taking data and then switching to the off-line
avelength and taking data. After setting the laser

o the on-line wavelength, the computer examines the
talon transmission and then slightly adjusts the la-
er current if needed. The profiles measured by the
PD are summed initially by the PCB. Prior to each
avelength shift, the summed counts are read from

he PCB to the computer where they can be plotted
nd written to a file.
The etalon and cell transmission are scanned every

0 min to check the etalon alignment. If the etalon
eeds realignment, it is rotated with New Focus Pi-
omotors. The movement of the Picomotors is not
epeatable and varies as much as 50% for a given
umber of requested steps. To adjust the etalon, the

aser wavelength is temporarily set to the estimated
orrect location of the transmission maximum.
hen the etalon transmission is monitored while the
icomotor is stepped in small increments. After the
ransmission peak is passed, the Picomotor is stepped
ack one increment. The etalon and cell transmis-
ion are then rescanned to verify their correct align-
ent.
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The computer also controls the motorized flippers
hat contain the neutral-density filters and a shutter
n case of excessive light. Filters are lowered when
he APD signal level in any bin exceeds 51% of the
aximum count rate, and they are raised when the

ignal falls below 18% for more than 3 min. If the
hutter is closed because of high light levels, it is not
aised again for 7 min.

The computer continuously monitors and displays
he status of many system variables such as the laser
nterlocks, the detector count rates, and the ac power,
pdating the displayed values every 4 s. The lidar’s

nternal temperature and humidity are monitored
ith an Omega HX93. If any of certain user-defined

hresholds are exceeded, a lidar shutdown procedure
s initiated. The laser and amplifier also have an
lectronic interlock box that monitors several vari-
bles such as TEC temperatures and that also shuts
ff the lasers if needed.
The computer runs many side processes. The

ime on the digital clock card is periodically updated
rom the lidar’s GPS unit. There are also control
indows that allow a user to write data files, move

he etalon, or adjust the final transmitter mirror.
ther windows display the atmospheric lidar returns
nd the photodiode signals.

. Enclosure

ther than the external-control computer, the lidar is
ompletely contained in a weatherproof housing.
he basic enclosure, manufactured by Erpel Design
orporation, is 1.45 m high by 1.55 m long by 0.91 m
ide with double doors on the two larger sides. The
ox has 3-mm-thick aluminum walls and is mounted
n 19-cm-diameter polyurethane wheels. The exte-
ior is white for low heat absorption. The lidar is
nsulated with several layers of Reflectix, a foil-
oated insulating bubble pack.

The lidar uses three 20-A, 110-V power lines, two
or the air conditioners �ACs� and one for the lidar
lectronics. An uninterruptible power supply, man-
factured by Energy Technologies, Inc., serves to fil-
er the current to the computer and other electronics
nd to maintain system operation in case of a power
ailure. Because of the limited charge life of the un-
nterruptible power supply battery, after several

inutes of battery-powered operation, the computer
huts down the lidar.
Two Electrografics 1500-Btu solid-state ACs are
ounted on each end of the lidar. They chill with
ECs, heat resistively, and are controlled with a
hromalux 2110 temperature controller. Tempera-

ure feedback is provided by a resistance temperature
etector mounted in the middle of the housing. The
Cs maintain a stable temperature �better than
1 °C� with no cold gusts such as occur with

ompressor-type ACs. Also, because they are
ealed, they do not draw dust or humidity into the
ystem. On the other hand, the four solid-state ACs
re sometimes inadequate for the lidar. They are
nable to maintain the internal temperature at 23 °C
hen the outside temperature is above approxi-
ately 29 °C. Also, each AC draws 6 A instead of
he specified 4 A. Finally, the internal humidity
uring operation in a humid environment is inade-
uately controlled because of the small input–output
emperature differential of 3 °C in the cooling mode.

Interior aluminum reinforcement was added to
tiffen the housing. All weight-bearing areas are
ied to a lightweight 6-mm-thick aluminum plate at
he base of the housing. An aluminum electronics
ack supports the 5 cm � 61 cm � 91 cm optical table,
he telescope, and the system electronics. The en-
losure base is mounted on a 7.6-mm-thick frame for
trength. Wire rope isolators beneath the base plate
nd the polyurethane wheels dampen shocks and vi-
rations. The vibration isolation works well as the
idar has twice been transported 1100 km by truck
nd retained its alignment both times. There is
oom for future modifications �or miniaturization� of
he system; the clean power draw is only 4 A, and
here are several unused rack shelves.

The large motorized turning mirror housing is
ounted on a large-diameter Kaydon precision ring

all bearing at one end of the lidar. The mirror
ousing can be rotated by pressing a switch on the
utside of the box. For an unattended deployment,
he mirror housing rotation can be computer con-
rolled.

. Measurements

. Data Analysis

he lidar data analysis is done with C programs on a
aptop computer with a Linux operating system.
ecause of the small amount of data, processing is
imple and fast; 12 h of data are analyzed in approx-
mately 1 s. Data are transferred from the QNX
omputer with a Zip disk. Real-time processing
ould easily be added in the future.

The raw DIAL data consist of pairs of on- and
ff-line profiles that were electronically summed by
he PCB and then transferred to the computer at the
nd of each wavelength-switching cycle. The PCB,
hich was designed for another lidar, produces 30-m

200-ns� gates that are spatially averaged later. The
CB records a profile of 256 gates, which correspond
o a 7680-m range. Each profile consists of 2190 m
f background �pretrigger� data, followed by the laser
ulse and then the first 5490 m of atmospheric re-
urns.

Analysis of the atmospheric data consists of detec-
or correction, background subtraction, averaging,
nd application of the DIAL equation. The detector-
orrection factor, provided by the manufacturer, is
eeded at high count rates when a second photon
ight strike the detector before it has recovered from
first photon. For the APD, the detector dead time

s 83 ns, resulting in a correction factor that ranges
p to 1.46 at 3 � 106 cps. After the detector correc-
ion is applied, the background data in the pretrigger
egion are averaged and then subtracted from the
ntire profile. Finally, the raw data are block aver-
20 May 2004 � Vol. 43, No. 15 � APPLIED OPTICS 3117
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ged in space and time with typical gate size and
veraging time of 180 m and 30 min.
Spatial block averaging over long ranges of nonlin-

ar data can produce biases. Several other spatial-
veraging schemes were tested, but they did not
ake a significant difference in the DIAL calcula-

ions. Techniques tested included linear, polyno-
ial, and exponential fits as well as peak filtering.
Profiles of water-vapor density are obtained by ap-

lication of the DIAL equation �Eq. �2�� to the aver-
ged on- and off-line data. Adjacent range gates are
sed for the differential calculation, and the wings of
earby water absorption lines are taken into account.
o calibration is required.
Instrument-induced noise in the water-vapor mea-

urements is determined from an autocovariance cal-
ulation.32 For each range gate, the autocovariance
unction is calculated for a time series of 1-min DIAL

easurements. The atmospheric variance is the ex-
rapolation from a five-point linear fit of the autoco-
ariance function to zero lag. The instrumental
oise variance is the difference at zero lag between
he total variance and the atmospheric variance.
he error for each range gate is defined as the square
oot of the noise variance scaled to the actual time
esolution of the data. The low signal-to-noise ratio
s primarily due to the low signal count rate.

There are a number of small sources of systematic
rrors in the lidar measurements. The etalon fre-
uency stability and the laser linewidth, frequency
tability, and spectral purity were shown in Subsec-
ions 3.A and 3.B to obey requirements such that the
verall DIAL error is less than 5%. Another poten-
ial source of systematic error is the photon-counting
orrection factor. However, for nighttime measure-
ents, the count rates are so low that this factor is

ot needed. For daytime measurements, the count
ates are mostly due to the background; hence at both
he on- and off-line wavelengths the same correction
actor is applied, and these factors cancel in Eq. �2�.
s discussed in Subsection 4.B, there are also errors
118 APPLIED OPTICS � Vol. 43, No. 15 � 20 May 2004
t low altitudes in the non-full-overlap region, but
hese will be eliminated with the future addition of a
ear-field channel.
Figure 5 shows typical horizontal nighttime atmo-

pheric returns. These background-subtracted pro-
les are averaged over 30 min and 180 m. At the
n-line wavelength, the faster drop in counts with
ltitude due to water-vapor absorption is apparent.
hese plots show typical maximum count rates of
0–20 cps in a 30-m gate. The laser spikes at time
have approximately 1000 cps. In tests where the

ransmit beam is blocked, there is no evidence of
fterpulsing on the APD from these laser spikes.
The background count rate at night is approxi-
ately 60 cps whereas during the day it ranges up-
ard from 1000 cps depending on the sky brightness.

n its present configuration, CODI can make tolera-
le daytime DIAL measurements with hour-long av-
rages under clear or gray skies, but not with the
igh sky background from bright clouds.

. Intercomparisons

o evaluate the lidar, we took both horizontal and
ertical nighttime profiles in Boulder, Colorado.
he lidar was located at the north end of the NOAA
uilding, 10 m above ground level, and the laser beam
ointed north-northeast for the horizontal profiles.
he on-line laser wavelength was 823.616 nm. Fig-
re 6 shows a horizontal water-vapor profile, demon-
trating an error of �15% at a range of approximately
.7 km on this day with 30-min and 180-m averages.
he error bars on the data plots were calculated with
he autocovariance technique discussed in Subsec-
ion 4.A. The maximum range generally corre-
ponds to where the on-line count rate falls below
pproximately 2 cps, as can be seen by a comparison
f Fig. 6 with Fig. 5.
During two all-night experiments, the DIAL mea-

urements were compared with three ground-based
ensors in town. Figure 7�a� compares the value at
he 1000-m range gate of the horizontal DIAL mea-
ig. 5. On- and off-line nighttime horizontal atmospheric returns.
hese measurements were made at 20:24 �local time� on 3 Febru-
ry 2003 and calculated with 180-m, 30-min averaging and back-
round subtraction.
ig. 6. Horizontal water-vapor profile recorded at 20:24 �local
ime� on 3 February 2003 calculated with 180-m, 30-min averag-
ng.
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urements with the in situ measurements. The
ater-vapor density at the in situ sites is calculated

rom the measured temperature and RH by Eq. �9�.
utocovariance calculations show that the error in

he DIAL water-vapor measurements was approxi-
ately �7% for 30-min and 180-m averages. On the

ig. 7. �a� Nighttime comparison �14 h� of the horizontal DIAL
easurements at the 1000-m range gate with ground-based in situ

ensors. These measurements were made on 4 February 2003
TC. The DIAL values were calculated with 180-m, 30-min av-

raging. The DIAL error bars are identical for all times, and so,
or clarity, an error bar is shown only for the first data point. We
an obtain the local time by subtracting 7 h from UTC. �b� Map of
ensors and DIAL beam used in horizontal intercomparisons. �c�
ross section through Boulder showing the terrain and the loca-

ions of the three in situ sensors and the DIAL beam with the
000-m range marked. The cross section is aligned with the Mesa
nd Foothills sensors.
asis of the instruments’ specifications, the errors in
he water-vapor densities calculated from the in situ
easurements were less than 4%.
Figure 7�b� is a map of Boulder showing the three

n situ sites and the path of the lidar beam. The
pecifications of the in situ sensors are listed in Table
. The measured water-vapor densities decrease
rom north to south. The Rocky Mountains, foot-
ills, and canyon just to the west of Boulder presum-
bly generate variability in the temperature, winds,
nd water vapor across the city. In addition, the in
itu stations sample moisture at different heights,
ith the elevations increasing from north to south.
igure 7�c� is a cross section through Boulder show-

ng the terrain and the locations of the three in situ
ensors and the DIAL beam. During the experi-
ent, the temperature ranged from �8 °C to 1 °C

nd the RH varied from 60 to 90%. There were light
outheasterly winds throughout the evening and
ight until approximately 4 a.m. local time, followed
y light winds from the west-northwest for the rest of
he morning. The second experiment occurred on a
indier night but had similar results.
Figure 8 shows a comparison of a vertical DIAL

rofile with the water-vapor density calculated from
adiosonde measurements. To obtain a good com-
arison, the DIAL values were derived from 30-min
verages and two sizes of range gates, 240 m at low
anges and 480 m above 2 km. The x-series Vaisala
S90-AG radiosonde was launched approximately 30
in after sunset. The profiles show good agreement

o above 2.5 km. The conditions aloft were light
inds �less than 6 m�s�, which veered from the east to

he southwest in the first 1 km and remained south-
esterly up to 2 km, after which they backed to the

outh. At 2300 m there was a shear layer above
hich the winds were northwesterly. The horizon-

al displacement of the radiosonde from the launch
ite was 258 m to the west after the first vertical
ilometer and 800 m to the southwest after the sec-
nd kilometer.
The lidar obtains good DIAL data at ranges as close

s approximately 800 m, although only the far-field
ptics are in place. This is approximately 400 m
elow the region of full overlap and indicates excel-
ent consistency in the beam pointing between the on-
nd off-line wavelengths because of the single-mode
aveguide structure of the amplifier.

. Desired System Improvements

he measurements with CODI suggest several im-
rovements to the instrument: a higher-power la-
er, the addition of a near-field channel, and
mproved climate control. For data processing, the
ffects of intermittent clouds on long-time-averaged
ata need to be considered. Together, these up-
rades will make the lidar a prototype instrument
apable of 24-h ground-based measurements in a va-
iety of conditions.

A new laser source is needed for a number of rea-
ons. Both the DFB and the flared amplifier are no
onger available from the original manufacturers.
20 May 2004 � Vol. 43, No. 15 � APPLIED OPTICS 3119
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he DFB seed laser could be replaced by an external-
avity diode laser, although it has a much larger
ootprint. Flared amplifiers are becoming commer-
ially available in the 800-nm region, but they still
ave a peak power limit of 500 mW. Substitution of
different, more powerful laser source would im-

rove the lidar’s range and resolution, especially dur-
ng the day when the data are affected by bright
kylight and clouds. A more powerful laser will
eed to be at a longer wavelength to obey eye-safety
ower-density constraints. A longer wavelength
ill also result in lower sky background light and
etector quantum efficiency. Other improvements
esired in a new laser are a tuning range that ac-
esses a larger selection of good water-vapor lines and
aster switching between the on- and off-line wave-
engths.

Implementation of the PMT-based near-field chan-
el will enable the lidar to obtain measurements be-

ow 800 m. The PMT has a 5-mm-diameter active
rea; the �0.5-mm-diameter active area of the APD
s too small for this channel. The PMT needs to be
ested for afterpulsing.

Table 3. Specifications of in situ Meteorolog

Site Elevation �m� Sensors

Foothillsa 1625 Coastal Climate
Weatherpak 2000

NOAAb 1670 Vaisala PT 100 RTDc �T�
Vaisala Humica H �RH�

Mesad 1882 Paroscientific Met3A

aThe Foothills site is operated by the NCAR Atmospheric Techn
bThe NOAA site is the Ground-Based GPS Integrated Precipita

ystems Laboratory at the NOAA David Skaggs Research Center
cRTD, resistance temperature detector.
dThe Mesa site is the Suominet site SA09 at the NCAR Mesa L

ig. 8. Comparison of a nighttime vertical DIAL profile with
adiosonde-derived values. Measurements were taken at 19:04
local time� on 12 March 2003. The DIAL data are a 30-min
verage. Two vertical gate sizes are used, 240 m at lower alti-
udes and 480 m at the higher altitudes.
120 APPLIED OPTICS � Vol. 43, No. 15 � 20 May 2004
The climate control needs to be improved for con-
itions of high external temperature and humidity.
erhaps the addition of a layer of foam to the insu-

ation would solve the cooling problems; otherwise, a
mall standard AC needs to be added. Depending
n the cooling solution and whether a new laser has
hilled parts, a dehumidifier might also be needed.
lso, the large transmit–receive window should be
eated so that condensation does not form on it.

. Conclusions

he horizontal and vertical intercomparisons were
uccessful and show that the DIAL works well in an
nattended mode. In general, the water-vapor mea-
urements have at least 15% precision and are pro-
essed with 30-min averaging times, 180-m range
ates, and a range of approximately 2 km. Longer
anges can be obtained by an increase in the averag-
ng. The lidar single-channel backscatter profiles
lso provide cloud-base heights and qualitative mea-
urements of aerosols. The measurements demon-
trate the need for several instrument improvements:
higher-power laser to permit better resolution, the

ddition of a near-field channel to obtain measure-
ents below 800 m, and improved climate control.
n upgraded version of CODI would be capable of
4-h ground-based water-vapor measurements in a
ariety of conditions and could be used in a network
o measure moisture transport.
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